VAPOR PUMP FILTER REGENERATION (Luke)
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Pen Name Description Value ' Eng Units High Over Range Low Over Range
— PAB_S1.TE_73 HAR_REAL_CF_CV Vapor pump internal regn htr (F_.. 39252 C 3,276.70 550
— PAB_S1HTR 72 HAR_REALF_CV Heater output as a percent 36| percent 40.0 00
— PAB_S1.TE_81_HAR_REAL CF_CV Wapor pump filter bed near ID 326.00] C 3,276.70 21.80
— PAB_S1.TE_82_HAR_REAL CF_CV Vapor pump filter bed near OD 25847 C 3,276.70 20.40
PAB S1.TE 83 HAR REAL CF CV Vapor pump filter bed middle 296.00] C 327670 20.30
— PAB_S1.TE_76_AR_REAL CF CV Vapor pump cup 186.01| C 3,276.70 21.30
— PAB_STAE 52 HAR_REAL_PPMF_CV__| O2 Filter Far Dewpoint Meter ppm 1,428.13 | ppm viv 421437 132.84
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